Interactive comment on “Gas chromatography vs. quantum cascade laser-based N$_2$O flux measurements using a novel chamber design” by Christian Brümmer et al.

N. Cowan
nickcowanuk@gmail.com

Received and published: 8 July 2016

The manuscript “Gas chromatography vs. quantum cascade laser-based N$_2$O flux measurements using a novel chamber design” by C. Brümmer et al., is a methodical and well written study. The results show that modern quantum cascade lasers are able to out-perform aging GC methodology when it comes to N$_2$O flux measurements from soils. The paper highlights some strengths of the new methodology and I believe that it should be published.

However, I do have some concerns with the cited literature. This is not the first study of its kind and the novelty of the setup could be questioned. An almost identical experiment was carried out in:


Both of these studies conclude very similar points and I believe that this paper should be cited in both the introduction and discussion part of the manuscript before publication. Further examples of this closed loop chamber methodology include:


I believe it would improve the manuscript to mention some of these papers, at least in the introduction section, if not also the discussion when comparing results. Another reference that is very relevant when investigating negative fluxes/instrumental detection limits is:


The uncertainty cited in the manuscript for the fluxes measured using the QCL chamber method in the abstract was $\sim 0.1\%$; however, how can the authors be so sure of chamber volume? The uncertainty in flux is not the same as uncertainty in dc/dt. In the flux equation the uncertainty in the volume of the chamber is relative to the height.
measurement, which on a uniform flat surface is negligible, but on a soil surface is more difficult to measure. Surely this uncertainty is at least 1% if not an order of magnitude greater, and so when propagated with uncertainty in \( \frac{dc}{dt} \) the flux uncertainty must also rise. See above references for examples.

There is no mention of a lag time between the instrument and chamber. It is suggested the first two minutes of measurement data are removed to avoid artifacts from soil disturbance. Does this also cover the time it takes for the gas to circulate fully between chamber to instrument and back to chamber again. If not then this “dead time” should be extended until the closed loop completes one full circulation to ensure mixing of the air within the tubing and chamber.

Uncertainties in comparisons of fluxes seem relatively low. Have you used standard errors in these comparisons? Would 95 % confidence intervals not be more relevant when comparing measurements known to have such large spatial and temporal variability?

A mobile field scale experiment was carried out using a similar methodology. It may not fit with this specific manuscript, but I include it for the author’s interest.
